[A microprocessor monitoring system for control of the status of the fetus].
To estimate the fetus condition according to its cardiotocogram it is very important to improve the accuracy of measurements of its parameters and objectifications of the estimate criteria. The described microprocessor system helps to meet these requirements. The described microprocessor system allows to measure immediate fetus contractions with the help of the autocorrelation method and automatic measurements of the cardiotocogram parameters.